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. Tén khach hang/ Client's Name (c)

Bia chil Client’s Address (c)

Ngay nhéan mau/ Date of receiving

. Th&l gian phéan tich/ Date of Testing

. Théng tin m&u/ Information of sample (c)

Mé ta mau/ Sample Description

N o e e

Bang két qua/ Results Table

- MAu chira trong hop gidy

ISO/IEC 17025:2017

KET QUA THU' NGHIEM Ma sé/ Ref. No: 1X251F0150
TEST REPORT M4 KQ/ RP. No: 001006715.00

- CONG TY CO PHAN HANG TIEU DUNG BIEN HOA

- KCN Bién Hoa 1, Phudng An Binh, Thanh phé Bién Hoa, Tinh ©dng Nai
: 29/05/2023

: 29/05/2023 - 05/06/2023

- NUdC cOT DUA XIM MOM COOK

VDN

TSL SCIENCE CO.,LTD

HCM Laboratory: 592A Cong Hoa Street, Ward 13, Tan Binh District, Ho Chi

Minh City, Vietnam.

Ca Mau Laboratory: No 11, 3/2 Street, Ward 5, Ca Mau City, Vietnam.

1. (¢): Thang tin duge cung cp bdi Khach hang/ information is provided by the
customer.

2. Két qua phén tich chi cé gia trj trén mau thir nhan dugc tr khach hang/
Tesling resulls in the test report are valid only for the sample(s) as received.

3. K&t qua ndy khdng duge sao chép tirng phan, ngoai trir toan bd, néu khong

Ha Noi Laboratory: No 17, adjacent to Shophouse D1 in area D, Le Trong Tan dugc sy dong y ciia TSL/ This test report shall not be reproduced except in
New Urban Area, Duong Noi Ward, Ha Dong District, Hanoi City, Vietnam. full, without the written approval of TSL.

Telephone: (+84) 28.7302.4687

Website: http:/itsl-net.com.vn TS-TTCL-7.8/BM-04
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ISO/NEC 17025:2017

Trang/ Page No: 2/3 KET QUA THU NGHIEM M3 sb/ Ref. No: 1X251F0150
Ngay ban hanh/ Date of issue: 05/06/2023 TEST REPORT Ma KQ/ RP. No: 001006715.00
STT/ Chi Tiéu Thir Nghiém/ Két Qua/ Pon Vi | GHPH/ |  Phuong Phap Thi/
No. Testing Analysis(s) Result (s) Unit LOD Test Method
Khong phat hign/
1 |Ls\chi (Pb) (*) / Lead (Pb) (*) SR EESIE mgiL 0.003 TS-KT-QP-27:2021
Not Detected
. . Khang phat hién/
2 |LS|Thidce (Sn) () / Tin (Sn) (%) Ghg pisthich mgiL 0.03 TS-KT-QP-29
Not Detected
Knéng phat hign/
3 |LS|Asen (As) (*) / Arsenic (As) (*) e mgiL 0.003 TS-KT-QP-27:2021
Not Detected
iy nga - Khong phat hid
4. [ iPoYaaEndHg) € Mereuty éng phat hign/ mgiL 0.003 TS-KT-QP-27:2021
(Ha) () Not Detected
Affatoxin (tdng B1,82,G1,G2) (*}/
o o Aﬂ::":'i" Es"u"ri of"B Z’B 151()} Khang phat hién/ i ots | TSKT-SK38:2019 (Ref.
- oxin tpam Not Detected He ' TCVN 10638:2014)
5ng phat hié S-KT-SK-38: .
6  |LslAnatoxin By (%) Aflatoxin By (4 | o9 phathin/ ugiL S S aR2016 (et
Not Detected TCVN 10638:2014)
TS-KT-HCB-040:2019 (Ref.
7 |LSlpH ()7 pH value (*) 6.49 , . o (Re
TCVN 10035:2013)
dioxit (SO2) (*) / Sulf Khong phat hié
8 LS S.un.fua ioxit (SO2) (*) / Sulfur héng phat hién/ gl 1 TS-KT-HCB-42:2020
dioxide (SO2) (*) Not Detected
Dang sét, khong ca
9 |LS|Trang théi / Characteristic FUEEL g S8 ; : TS-KT-HCB-164:2020
tap chat
Mau tring duc d4
10 |LSMau sic/ Colour gl 5 2 TS-KT-HCB-164:2020
trung cla san pham
Mui thom, vi dac
t R
11 |LSIMui, vi / Odor, Taste NBG SRR | 4 ; TS-KT-HCB-164:2020
pham, khéng ¢6 mui
vila
Calculate (included testing
12 |LSiNa&ng lvong / Calories 129 kcal/100mL - fat, carbohydrate, protein,
food composition)
13 |LS|Carbohydrate (%) 1.45 /100mL : TS-KT-HCB-004:2020
14 |LSBéo tng (*)/ Total fat (*) 133 g/ 100mL . TS-KT-HCB-002:2018
15 |LS/Dam téng (*) / Total protein (*) 1.08 g/100ml - TS-KT-HCB-001:2018
Chét béo bio hoa (*) / TS-KT-SK-13:2020 (A
6 s at béo bdo pa() 125 gH00mL i KT-S 20 (AOAC
Saturated Fat (*) 996.06)
) Khang phat hién/ TS-KT-SK-13:2020 (AOAC
17 |Ls|Chét béo trans (*) / Trans fat () | onO PPV q00mL | 0.01 s
Not Detected 996.06)
\ﬂv
\///_
TSL SCIENCE CO.,LTD 1. (c): Théng tin duge cung cap bdi Khach hang/ Information is provided by the
cusltomer.

HCM Laboratory: 592A Cong Hoa Street, Ward 13, Tan Binh District, Ho Chi

Minh City, Vietnam.

Ca Mau Laboratory: No 11, 3/2 Street, Ward 5, Ca Mau City, Vietnam.

Ha Noi Laboratory: No 17, adjacent to Shophouse D1 in area D, Le Trong Tan
New Urban Area, Duong Noi Ward, Ha Dong District, Hanoi City, Vietnam.

Telephone: (+84) 28.7302.4687

Website: http://tsl-net.com.vn

2. Két qua phan tich chi cé gia tr trén mau thir nhan dugc tir khach hang/
Testing results in the test report are valid only for the sample(s) as received.

3. Két qua nay khéng dugc sao chép tirng phin, ngoai trir toan bd, néu khong
dugc sy dong y cia TSLI This test report shall not be reproduced except in
full, without the written approval of TSL.
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Trang/ Page No: 3/3 KET QUA THU NGHIEM Ma sé&/ Ref. No: 1X251F0150

Ngay ban hanh/ Date of issue: 05/06/2023 TEST REPORT Ma KQ/ RP. No: 001006715.00
STT/ Chi Tiéu Thir Nghiém/ Két Qua/ Bon Vi/ GHPH/ Phwong Phap Thi/
No. Testing Analysis(s) Result (s) Unit LOD Test Method
TS-KT-QP-01:2018 (Ref.
18 |LSiNatri (Na) (*)/ Sodium (Na) (") 21.5 mg/100mL - TCVN 9588:2013 AOAC
99.11)
Pudng tdng (tinh theo glucose) TS-KT-HCBX
LS 1.38 /100 -
L (*) / Total sugars (as glucose) (%) & g k. TCV[\?%U :
w0 Iia Téng 6 vi sinh vat hiéu khi (*)/ | Kheng phathién/ | ] TCVN 4884-1:204% (1SO
m z
Total aerobic microorganisms (*)i  Not Detected 48‘.?'%‘21 B é
si s Escherichia coli (*) / Escherichia] Khong phat hién/ MENIFAL 0 TCVN 7€@3- 2 (1SO
m 2
coli (*) Not Detected 16 49 5)
Clostridium Botulinum (%) / Knhéng phathign/ | , =
22 |LS i i copiesireaction; 40 TS-KT-PCR-01
Clostridium Botulinum (*) Not Detected
Staphylococcus aureus / Khong phat hién/ TCVN 7927: 2008 (AQAC
23 |LS MPN/mL 0
Staphylococcus aureus Not Detected 987.09)
o1 s Ciostr?d%um perfringens (*}/ Khéng phat hién/ CEU/mL 4 TCVN 4991:2005 (ISO
Clostridium perfringens () Not Detected 7937:2004)
Téng s6 bao i ndm men ndm | oo ok gy Ref. TCVN 8275-1:2010 (ISO
ef. -1
25 |LSimbc/ Total spores of yeasts and i j CFU/mL 1 (
Not Detected 21527-1:2008)
moulds
» L Khéng phat hién/ TS-KT-SK-65:2018 (Ref.
26 LS iti:’aluhn (*) / Patulin (*) i pg/L 1.15 AOAC 2000.02)
Chi thich/ Remarks:

1.(*): Chi tiéu thude pham vi cdng nhan ISO/IEC 17025:2017/ (
accreditation scope.
2 .(**): Chi tiéu gt¥i nha thau phu./ (**): ltems are tested by subcontractor.

3.LOD: Gi&i han phat hién ctia phuong phap./ Limit of detection.

4.LS,LH,LC: Ky hiéu ma chi nhanh/ Branch code: LS — CN HCM, LH — CN Ha Néi, LC - CN Ca Mau.
5.M&u do khach hang cung cap/ The sample is provided by the customer.

*): Items are currently within the ISO/EC 17025:2017
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NGUYEN THI CAM TUYEN
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ARG TANXDIR
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HUYNH TAN CUONG

TSL SCIENCE CO.,LTD
HCM Laboratory: 592A Cong Hoa Street, Ward 13, Tan Binh District, Ho Chi

Minh City, Vietnam.

Ca Mau Laboratory: No 11, 3/2 Street, Ward 5, Ca Mau City, Vietnam.

Ha Noi Laboratory:

New Urban Area, Duong Noi Ward, Ha Dong

Telephone: (+84) 28.7302.4687

No 17, adjacent to Shophouse D1 in area D, Le Trong Tan
District, Hanoi City, Vietnam.

Website: http://tsl-net.com.vn

1. (c): Thong tin dugic cung cAp bai Khach hang/ Information is provided by the
customer.

2. Két qua phan tich chi cé gia Irj trén mau thir nhan duge tir khach hang/
Testing results in the lest report are valid only for the sample(s) as received.

3. K&t qua nay khdng duge sao chép timg phan, ngoai trir toan bo, néu khong
dugc sy dong ¥ ctia TSU/ This test report shall not be reproduced excepl in
full, without the written approval of TSL.
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